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V. INDICATIONS FOR USE  

The PerFix™ Light Plug with HydroLight™ Onlay is indicated for reinforcement of soft 
tissue, where weakness exists, in procedures involving soft tissue repair, such as groin hernia 
defects.  
 
The Indications for Use statement for the subject PerFix™ Light Plug with HydroLight™ 
Onlay is identical to that of the predicate BARD® PerFix™ Light Plug.   

VI. COMPARISON OF TECHNOLOGICAL CHARACTERISTICS WITH THE PREDICATE 
DEVICE 

 
Table 5-1: Device Substantial Equivalence – General Characteristics 

Device Features 
Subject device 

PerFix™ Light Plug with 
HydroLight™ Onlay  

Predicate device  
BARD® PerFix™ Light Plug 

(K092032) 

Indications for Use 

Identical to predicate device: 
Indicated for reinforcement of soft 
tissue, where weakness exists, in 
procedures involving soft tissue repair, 
such as groin hernia defects. 

 
Indicated for reinforcement of soft 
tissue, where weakness exists, in 
procedures involving soft tissue repair, 
such as groin hernia defects. 

Device 
Sterilization 

Identical to predicate device: 
ETO SAL 10-6 

 
ETO SAL 10-6 

Plug Material Identical to predicate device: 
Co-knitted using polypropylene 

 
Co-knitted using polypropylene 

Onlay Material 

Co-knitted using polypropylene 
 
Hydrogel coating- Blend of 
polyvinylpyrrolidone (PVP) and 
polyethylene glycol (PEG) 

Co-knitted using polypropylene 
 

No coating 
 

Shape of Plug 

Identical to predicate device: 
Pre-formed cone shape 
Available sizes- small, medium, large 
and extra large 

 
Pre-formed cone shape 
Available sizes- small, medium, large 
and extra large 

Shape of Onlay 
Flat pre-shaped mesh with key hole 
 
Available size- 6 x 13.5 cm 

Flat pre-shaped mesh with no keyhole 
 
Available size- 5.8 x 13.7 cm 

Packaging 
Plug 

Identical to predicate device: 
Blister tray with Tyvek lid 

 
Blister tray with Tyvek lid 

Onlay Tyvek/Mylar pouch in blister tray with 
Tyvek lid Blister tray with Tyvek lid 
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VII. PERFORMANCE DATA  

The following performance data is provided in support of the substantial equivalence 
determination.  
 
Performance standards 
No performance standards have been established for this device under Section 514 of the 
Federal Food, Drug, and Cosmetic Act. 

Biocompatibility testing  
The biocompatibility evaluation for the PerFix™ Light Plug with HydroLight™ Onlay was 
conducted in accordance with the FDA Blue Book Memorandum #G95-1 “Use of 
International Standard ISO-10993, ‘Biological Evaluation of Medical Devices Part 1: 
Evaluation and Testing,” May 1, 1995; and International Standard ISO 10993-1 “Biological 
Evaluation of Medical Devices − Part 1: Evaluation and Testing Within a Risk Management 
Process,” as recognized by FDA.  The following tests were conducted and the results 
indicate that the subject device is biocompatible per the referenced standards: 

• Cytotoxicity 
• Sensitization 
• Irritation 
• Systemic Toxicity 
• Pyrogenicity  
• Genotoxicity 
• Implantation: Subcutaneous Implantation (4 week) 
• Implantation: Subcutaneous Implantation (8 week) 
• Implantation: Subcutaneous Implantation (13 week) 
• Toxicological Assessment 

 
Electrical safety and electromagnetic compatibility (EMC)  
The subject PerFix™ Light Plug with HydroLight™ Onlay is not an electro-mechanical 
medical device nor is it a medical system; therefore this section does not apply. 

 
Software Verification and Validation Testing  
The subject PerFix™ Light Plug with HydroLight™ Onlay does not contain software; 
therefore this section does not apply.   

Performance Testing  
Performance testing was completed for the subject PerFix™ Light Plug with HydroLight™ 
and predicate BARD® PerFix™ Light Plug.  In accordance with FDA’s “Guidance for the 
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Preparation of a Premarket Notification Application for a Surgical Mesh” published March 
2, 1999, testing included the following physical and performance characteristic evaluations.  

 
Bench Testing: 

• Mesh Thickness 
• Mesh Weave Characteristics 
• Monofilament Diameter 
• Pore Size 
• Device Weight 
• Mesh Density (Linear) 

• Tensile Strength 
• Device Stiffness 
• Suture Pull Out Strength 
• Burst Strength 
• Tear Resistance 
• Material Interaction Testing 

 
All samples tested met the established acceptance criteria.  The PerFix™ Light Plug 
component of the subject device is identical to that of the predicate BARD® PerFix™ 
Light Plug (K092032). For the HydroLight™ Onlay which is the only difference between 
the subject and the predicate, performance testing demonstrates that the Onlay component 
does not adversely affect the safety and effectiveness of the proposed device.  The subject 
PerFix™ Light Plug with HydroLight™ Onlay passed all test requirements and 
demonstrated substantial equivalence to the test results of the predicate device. 

Animal Study: 
The performance of the subject PerFix™ Light Plug with HydroLight™ Onlay was 
evaluated by animal study.   
 
The following in-vivo animal studies were conducted: 

• Histological Characterization Comprehensive Rat GLP Study to 
histologically evaluate the host inflammatory/fibrotic response, and the 
presence or absence of hydrogel coating following subcutaneous implantation 
over a simulated abdominal surgical defect in the rat.  

• Acute GLP Porcine Study to determine tissue plane conformance and 
positioning aid properties following placement in the subcutaneous muscular 
abdominal tissue plane in the porcine model. 

All samples tested met the established acceptance criteria and demonstrated substantial 
equivalence to the test results of the predicate device. 

Clinical Studies  
Clinical studies were not performed for either the subject or the predicate device, however, 
the following clinical data was included to support the safety and effectiveness and 
demonstrate substantial equivalence to the predicate BARD® PerFix™ Light Plug 
(K092032) 
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• Adhesix™ Intraoperative Handling Characteristics Data from EU Clinical 
Experience 

• Testimonial of Dr. Keith Millikan, MD FACS, Surgeon & Professor, Rush 
University. 

o Based on his preclinical evaluation on the usability, interoperability, and 
clinical utility of the coating.  

o VIDEO 1 – “Millikan Preclinical Lab – Trimming” (1:26s) 
o VIDEO 2 – “Millikan Preclinical Lab – Mesh Manipulation” (0:45s) 

• Testimonial from Dr. Timothy Tollens, MD.  
 

VIII. CONCLUSIONS  

The comparative analysis, performance testing results and clinical data demonstrate the 
subject PerFix™ Light Plug with HydroLight™ Onlay is substantially equivalent to the 
currently marketed predicate BARD® PerFix™ Light Plug (K092032).  

 

PLH
Typewritten Text

PLH
Typewritten Text
K153236, pg. 5 of 5




